Transient electronics built with degradable organic and inorganic materials is an emerging area and has shown great potential for in vivo sensors and therapeutic devices. However, most of these devices require external power sources to function, which may limit their applications for in vivo cases. We report a biodegradable triboelectric nanogenerator (BD-TENG) for in vivo biomechanical energy harvesting, which can be degraded and resorbed in an animal body after completing its work cycle without any adverse long-term effects. Tunable electrical output capabilities and degradation features were achieved by fabricated BD-TENG using different materials. When applying BD-TENG to power two complementary micrograting electrodes, a DC-pulsed electrical field was generated, and the nerve cell growth was successfully orientated, showing its feasibility for neuron-repairing process. Our work demonstrates the potential of BD-TENG as a power source for transient medical devices.
INTRODUCTION
Electronics used for implantable medical devices have some specific requirements that are more restrictive than for other applications, such as high reliability, long lifetime, biocompatibility, and/or biodegradability (1) (2) (3) . In this context, electronic systems entirely built with biodegradable materials are of growing interest for their potential applications in systems that can be integrated with living tissue and used for diagnostic and/or therapeutic purposes during certain physiological processes (4) (5) (6) (7) (8) (9) . The devices can be degraded and resorbed in the body, so no operation is needed to remove them and adverse long-term side effects are avoided. A great deal of work has been done studying those degradable transient electronics built with absorbable organic and inorganic materials for in vivo sensors and therapeutic devices (10) (11) (12) (13) (14) (15) (16) (17) . However, most of these devices need external power sources for operation, which may limit their applications for in vivo cases (18) .
Here, we reported a biodegradable triboelectric nanogenerator (BD-TENG) for short-term in vivo biomechanical energy conversion. Enabled by the design of a multilayer structure that is composed of biodegradable polymers (BDPs) and resorbable metals, the BD-TENG can be degraded and resorbed in an animal body after completing its work cycle without any adverse long-term effects. Tunable electrical output capabilities and degradation features were achieved by fabricated BD-TENG with different materials. The open-circuit voltage (V oc ) of BD-TENG can reach up to~40 V, and the corresponding short-circuit current (I sc ) was~1 mA. When applying BD-TENG to power two complementary micrograting electrodes, a DC-pulsed electric field (EF) was generated (1 Hz, 10 V/mm), and the nerve cell growth was successfully orientated, which was crucial for neural repair. Our work demonstrated the potential of BD-TENG as a power source for transient implantable medical devices.
RESULTS
The BD-TENG was fabricated mostly using BDPs (19, 20) . From a biomaterial point of view, the materials selected for BD-TENG should be biodegradable, have excellent biocompatibility, be compatible with a variety of polymer processing, and have been previously used in biomedical devices. Furthermore, when used as the friction part of the TENG, the polymers should exhibit a different tendency to gain and lose electrons (21) . These constraints on material properties led to the selection of poly(L-lactide-co-glycolide) (PLGA), poly(3-hydroxybutyric acid-co-3-hydroxyvaleric acid) (PHB/V), poly(caprolactone) (PCL), and poly(vinyl alcohol) (PVA) to be used in fabricating BD-TENG. All of these polymers are low-cost, commercially available, and soluble in suitable solvent systems to promote facile processing methods, including casting and spin coating.
The as-fabricated BD-TENG has a multilayered structure: the encapsulation structure, the friction layers, the electrode layers, and the spacer, as sketched in Fig. 1 . Two of the selected BDP layers (PLGA, PVA, PCL, and PHB/V) with patterned nanoscale surface structures were assembled together as friction parts (Fig. 1, A and B) , and a spacer (200 mm) composed of BDP was set between these friction layers to effectively separate them. A thin magnesium (Mg) film (50 nm) was deposited on one side of each friction layer as an electrode layer. The whole structure was encapsulated in BDP (100 mm) to keep it from contacting the surrounding physiological environment (Fig. 1, C and D) .
As a demonstration of the biocompatibility of the constituent materials, we cultured endotheliocytes (ECs) with the as-synthesized BDP films (~100 mm). Most ECs were viable after 7 days of culture and showed no difference with a control group (standard cell culture dish). Moreover, intact cytoskeletal structures were also detected, suggesting that most of the ECs were healthy (Fig. 1G) .
The electricity-generating process relies on the relative contact separation between two BDP friction layers, in which a unique coupling between triboelectrification and electrostatic induction gives rise to an alternating flow of electrons between electrodes. This process is described as the vertical contact separation mode of TENG (22) (23) (24) (25) (26) (27) (Fig. 2A) . When an external force brings those two friction layers (PLGA/PCL) into contact, electrons are transferred from PLGA to PCL and retained on both BDPs, resulting in surface triboelectric charges. The subsequent release of the external force caused the separation of PLGA from PCL films, formed an electrical potential between those two films that drives the electrons through external loads, and screened the inductive charges on both magnesium electrodes. As the periodically applied external force keeps affecting the BD-TENG, AC electrical pulses are generated.
To test the in vitro output performance of the BD-TENG, we used a mechanical linear motor to apply impulse impact. The frequency was set at 1 Hz for simulating low-frequency biomechanical motion. The V oc could reach up to~40 V, and the I sc could be as high as~1 mA (Fig. 1, E and F ). Resistors were connected as external loads to further investigate the effective electric power of the BD-TENG. As demonstrated in fig. S2 , the instantaneous current drops with increasing load resistance because of ohmic loss, whereas the voltage builds up. Consequently, at a load resistance of 80 megohms, a power density of 32.6 mW/m 2 for BD-TENG was achieved (fig. S2, E and F).
The intrinsic electrical properties of two friction layers significantly affect the output performance of TENG, for example, the ability of gaining or losing electrons. For some materials, this ability has been tested and ranked in terms of "triboelectric series" (20, 28) . Because the selected BDPs (PLGA, PCL, PHB/V, and PVA) have diversified molecular structures and functional groups, we assumed that their triboelectrical properties are of difference. Therefore, we designed a classical TENG system to test their relative ability of gaining or losing electrons in a triboelectric process. Typically, a Kapton film was applied as the reference contact layer of TENG. The transferred charges between the BDP friction layer and Kapton were recorded. In reference to the relative ability to gain or lose electrons, we ranked this relatively electrical property as the "BDP triboelectric series," in which the charge tendency of the selected BDPs in a triboelectrification process was demonstrated as PLGA > PHV/B > PVA > PCL from positive to negative (Fig. 2B) . Under the guidance of this BDP triboelectric series, we fabricated BD-TENG using a different combination of BDPs, and different electric output was generated for their different triboelectrical properties. Here, the in vitro output performance of BD-TENG (size, 2.0 × 3.0 cm) could be tuned in a large range from~10 to~40 V just by modulating the composition materials (Fig. 2, C and D) .
The surface topology structure is important for the output performance of TENG (29) (30) (31) . We developed an etching method for fabricating surface nanostructures of BDP films. The reaction conditions should be carefully controlled, avoiding obvious destruction of the whole structure. BDP films were incubated with 2 M NaOH solution at 40°C. By carefully controlling the incubation time, uniform nanorod arrays could be formed on the surface. Taking PLGA as an example, the height of a nanoarray could be up to 300 nm within 10 min of etching (Fig. 3A) . The PLGA films (2 × 3 cm) with different surface nanostructures (etching time: 0, 5, and 10 min) were coupled with the same PVA film to test the output under the drive of a liner motor. As the etching time increased, the surface nanostructure gradually appeared, and the corresponding V oc was increased from 16 to 32 V (Fig. 3B) .
In vitro biodegradation studies were performed to investigate device absorption characteristics. It is widely accepted that hydrolytic degradation of the BDP films can proceed via surface and bulk degradation pathways (32) (33) (34) (35) , as depicted schematically in fig. S2A . In most cases, the BDP first goes through a long period that appears stable and unchanged, then degrades quickly. The whole structure "vanishes" in a relatively short period of time. Here, we exposed BD-TENGs with different encapsulation materials to PBS (phosphate-buffered saline) buffer (pH 7.4) at 37°C. Irreversible loss of functionality was found at different time intervals as the encapsulation layer gradually swelled and water infiltrated into the inner structure of the BD-TENG. The PLGA (75:25)-encapsulated device was relatively resistant to mass loss and water uptake at the initial stage (0 to 30 days), and only slight hydrolytic cleavage of the polymer backbone happened at the surface. As the BD-TENG began to undergo rapid autocatalytic hydrolysis and bulk degradation, a marked mass loss and surface erosion took place (Fig. 3, C and D) . Once the water leaked into the inner structure of the BD-TENG, the Mg electrode dissolved within 24 hours ( fig.  S2C ). Structural integrity was lost at~50 days, at which point the encapsulation layer was hydrolyzed into a viscous gel composed of low-molecular-weight PLGA. The mass loss progression of other BDP encapsulation layers was also evaluated in PBS buffer at 37°C for 3 months ( fig. S2B ) and was consistent with previous reports (36) (37) (38) . The efficient in vivo working time of BD-TENG could be designed according to the different degradation times of BDPs. This is crucial for powering temporal implantable medical devices with different lifetimes.
A fundamental understanding of the in vivo degradation phenomenon as well as the evaluation of cellular and tissue responses plays a key role in the design and development of biodegradable devices for therapeutic application. To demonstrate their potential for in vivo applications, we conducted a series of experiments for evaluating BD-TENGs with short-time or long-time degradation properties. Two representative BD-TENGs were fabricated and sealed in PVA and PLGA encapsulation, respectively. Those devices were sterilized by g irradiation ( 60 Co/25 kGy) and then implanted in the subdermal region of SD rats (Fig. 4, A and E) , the procedure strictly following the "Beijing Administration Rule of Laboratory Animals" and the national standard "Laboratory Animal Requirements of Environment and Housing Facilities (GB 14925-2001 )." Figure 4A shows the case of the PLGA-coated BD-TENG. After 9 weeks of implantation, the wound healed well, and no obvious infection was detected, revealing good biocompatibility of BD-TENGs (Fig. 4B) .
The histological section showed the site where the BD-TENG was located between the subdermal layer and the muscle layer and surrounded by a small amount of fibrous tissue (Fig. 4F) . No significant inflammatory reaction was detected, as required for implantation of devices. Tissue fluid was also extracted from the implant site at different time intervals. Few neutrophilic granulocytes were observed before week 4, although the number was not increased obviously over time, revealing good biocompatibility of BD-TENGs (fig. S4) .
The output performance of BD-TENGs was monitored throughout the implantation process (Fig. 4G) . As for PLGA-coated BDTENGs, the voltage was markedly decreased from 4 to 1 V after 2 weeks of implantation. This could be attributed to the restriction of a fibrous capsule surrounding the BD-TENG and the swelling of the encapsulation layer (Fig. 4G) . Although no water infiltrated into the inner gap between the friction layers, the deformed outer layer would significantly restrict the contact, releasing the motion of BD-TENG and subsequently affecting the output performance. The electrode wires that were fixed on the Mg electrodes fell off at week 4, revealing that water had infiltrated into the encapsulation layer and hydrolyzed the Mg electrodes. Before the rats were executed after 9 weeks of implantation, computed tomography (CT) imaging was carried out. The integrity of the structure had been destroyed, which meant that most materials used for fabricating BD-TENG were biodegraded in the animal body (Fig. 4, C and D) .
The PVA-coated BD-TENGs were also evaluated as implantable devices (Fig. 4, J and K) . They exhibited an ultratransient degradable property. By applying hydrophobic treatment on the surface, the PVAcoated BD-TENGs could work for over 24 hours in vivo (output,~3 V) and almost dissolved completely within 72 hours (Fig. 4I) .
The application of electric stimulation in tissue engineering provides an exciting route for cell manipulation (39) . A variety of electrical stimulation techniques have been proven successful in clinical and research settings (40) (41) (42) (43) . Here, we combined the BD-TENG with a stimulation device to demonstrate the immediate practicability of using BD-TENG for EF-assisted neuron cell orientation. The stimulation device was composed of two complementary patterned copper electrode networks that were fabricated on a Kapton substrate by high-throughput printing electronics technology. The whole device was covered with a thin polydimethylsiloxane (PDMS) film (100 mm) to avoid the potential electrochemical reaction when copper electrodes were immersed in culture medium (Fig. 5C ). Both the spacing between the metal strips and the width of the strips were 100 mm as sketched in Fig. 5D . The BD-TENG with a V oc of 1 V was connected to the electrodes through a rectifying bridge (Fig. 5, A and B) . Thus, the EF strength between the two strips was 10 V/mm. However, if considering the thickness of the PDMS coating, the actual amplitude of EF at the cell-device interface was about 7.5 V/cm and was calculated by the finite element method (fig. S6) .
Primary neurons were seeded on the stimulation device modified with polylysine and exposed to repeated electrical stimulation after 24-hour culture. EF treatments of 0 (control) and 10 V/mm at 1 Hz were applied for 30 min/day. After 5 days of culturing, the nucleus and cytoskeleton were stained and viewed by laser scanning confocal microscopy (Leica SP8). As shown in Fig. 5 , most of the electrically stimulated neurons were well oriented (Fig. 5F ). The cytoskeleton of neurons was obviously parallel to the EF, whereas the cell arrangement and cytoskeleton in the control group had no obvious orientation (Fig. 5G and  fig. S6 ).
Cell alignment relative to the EF was further analyzed using National Institutes of Health ImageJ software (version 1.46). The orientation was measured as the angle between 0°and a line drawn through the long axis of the cell with angle values (q) between 0°and 180°, as shown in Fig. 5H . On the basis of the reported method (44), the −cos 2q was given as a convenient description of cell alignment [index of cell alignment (ICA)] where a value near −1 indicates cell alignment parallel to the EF and a value between 0 and +1 indicates random alignment of cells (Fig. 5E ). Frequency counts showed that, when simulated with EF, the average value was −0.77, and the 88% of the measured ICAs were distributed between −1 and 0, indicating an obvious tendency of alignment parallel to the EF. However, if without electrical stimulation, the cell angles were randomly distributed between −1 and 1 (Fig. 5E ). Neuron cell alignment was significantly directed by the EF from the BD-TENG and was crucial for neural repair.
DISCUSSION
In previous work, EF amplitudes in the order of 0.1 to 10 V/cm have been identified as sufficient to produce an effect without damage, and frequencies <15 Hz are commonly used because aggregates of cells may act as a low-pass filter to the electrical signal (32, 45) . At present, noninvasive and implantable electromagnetic devices are used to apply electrical stimulation for tissue repairing. Compared with noninvasive devices, implantable devices ensure patient compliance and treatment efficiency. However, the patients dislike the potential need for additional surgery to remove devices after treatment. The BD-TENG exhibited several distinctive advantages here. When implanted in different sites, it can convert various kinds of biomechanical energy, such as heartbeat, respiratory motion, and the pressure on systolic and diastolic blood vessels, into electrical power. Take the example of the respiratory motion in a rat in which the BD-TENG is implanted under the skin of the left thorax: The inhalation and exhalation of the rat can result in an alternative expansion and contraction of the thorax, which, in turn, produce deformation of the BD-TENG, resulting in the periodical contact and separation between the two fraction layers. In this process, the electric potential induced by the contact electrification and electrostatic induction drives the electrons to flow back and forth through an external circuit in response to the respiratory motion. As the respiratory movement continues, continuous AC output is generated. The considerable biocompatibility and light-weight, cost-effective, and designable size will further facilitate the electric potential's in vivo application. The relatively small amplitudes and the low frequency are just suitable for in vivo electrical stimulation. If integrated with a specially designed electrode or wireless transmission component, fully implantable stimulation or diagnostic devices could be fabricated. Once the therapeutic or diagnostic process is completed, the applied devices can be left behind in the body and will be degraded and absorbed gradually without any residue. These advantages make the BD-TENG an outstanding power source candidate for transient in vivo medical devices.
In summary, we developed a BD-TENG to convert in vivo biomechanical energy into electric power for implantable medical devices. On the basis of a multilayer structure that is composed of BDPs and metals, the BD-TENG produced impressive electrical output power. The combination of the BD-TENG and two complementary micrograting electrodes demonstrated the immediate practicability of using a BD-TENG for EF-assisted neuron cell orientation. Given its in vivo output performance, remarkable biocompatibility, and tunable degradation property, the BD-TENG presented in this work is a potential power source for transient medical devices.
MATERIALS AND METHODS
Fabrication of BD-TENG based on PLGA and PCL PLGA (75:25, BankVally Ltd.) was dissolved in chloroform at a concentration of 5% (w/v) and cast on a glass plate with a dimension of D = 6 cm. The solution was air-dried for 12 hours and then placed in a vacuum oven for another 12 hours to exclude the remaining solvent. Before the film was peeled off, 5 ml of NaOH solution (2 M) was added and reacted for 10 min to create a surface nanostructure. Next, the film was washed with deionized (DI) H 2 O three times and dried at 40°C. A patterned PCL (Sigma-Aldrich) film was fabricated in the same process, and the thickness of the as-fabricated films was about 50 to 100 mm. An electrode layer was deposited by the sputtering of magnesium (General Research Institute of Nonferrous Metals, Beijing, China) on the flat side. Then, the two films were fixed together with a spacer set between them, and two lead wires were connected respectively to the electrodes.
A PHV/B (Sigma-Aldrich) film shared the same fabricated process with PLGA and PCL, and the thickness of the as-fabricated films was controlled to 100 mm. PVA (Sigma-Aldrich) is a water-soluble polymer; therefore, it was dissolved in DI H 2 O at a concentration of 5% (w/v) and cast on a glass plate.
Encapsulation of BD-TENG
PLGA encapsulation layers were fabricated by the casting method as mentioned above and cut to a proper size. The as-fabricated BD-TENG was set between two PLGA layers. Then, PLGA solution at high concentration (10%, w/v) was used as an adhesive to carefully stick the edge of the two PLGA layers. The device was air-dried for 12 hours and further sealed by a heat sealer to exclude any interstice and ensure that the BD-TENG was protected from the environment. This procedure was also suitable for PVA encapsulation.
Electrical measurements
In vitro test. A liner motor was applied as the external force to drive the BD-TENG (operating distance, 50 mm; maximum speed, 1 m/s; acceleration, 1 m/s 2 ; deceleration, 1 m/s 2 ). The resulting applied strain (e) on the BD-TENG was 0.04%
where h is the thickness of BD-TENG and R is the bending radius. The V oc was measured by an oscilloscope (Tektronix DPO3034), and the I sc and the transferred charge were detected by an electrometer (Keithley 6517B). In vivo test. To measure the electrical signal of BD-TENG when it biodegrades in vivo, we implanted the BD-TENG in the subdermal region of the backs of SD rats where observation is much easier. Moreover, this implant region can facilitate our subsequent measurements and avoid the lead wires being destroyed by rats' scratching. To effectively drive the implanted BD-TENG and evaluate its output property at different time points in vivo, we applied an external force by a slight finger tap on the skin of the implanted region. The asgenerated output signals were measured by connecting the lead wires to electrodes of the oscilloscope or the electrometer.
Primary culture of SD neonatal rat nerve cells
The cerebral cortex of an SD neonatal rat was processed to separate and purify nerve cells by mechanical trituration, trypsinization (0.1% trypsin digestion), filtration, and centrifugation. Trypan blue staining showed that 79.8% of primary cultured nerve cells were positive. The purified cells were cultured in Dulbecco's modified Eagle's medium (Hyclone) containing 10% fetal bovin serum (Gibco) and 1% penicillinstreptomycin solution (Macgene). Nerve cells were seeded at a density of 30,000 cells/cm 2 on the interdigital electrodes and incubated at 37°C in a humidified atmosphere with 5% CO 2 .
Electric stimulation powered by the TENG After 24 hours in culture, the nerve cells were exposed to DC electric treatment of about 1 V, which was transformed from the AC output of BD-TENG by a Schottky bridge rectifier (MB12S; Micro Commercial Components). The theoretical value of the DC-EF between the two strips of the stimulation device was about 10 V/mm. If considering the thickness of the PDMS (SYLGARD 184, Dow Corning) coating (100 mm), the actual amplitude of EF at the surface was about 7.5 V/cm. This DC-EF (1 Hz) was applied to neuronal cells for 20 min/day for 5 days.
Cell morphology and immunofluorescence staining On day 6, the cytoskeleton and nucleus were stained with phalloidin and 4′,6-diamidino-2-phenylindole (DAPI), respectively. Samples were fixed with immunohistochemically fixed fluid (Beyotime) for 15 min and rinsed three times with prewarmed PBS. Samples were blocked with 0.1% bovine serum albumin solution for 1 hour at 37°C and then incubated with DAPI (1:400 dilution) and Alexa Fluor 568-phalloidin conjugate (1:200 dilution) for 2 hours at 37°C. Nerve cells were imaged using laser scanning confocal microscopy (46) .
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